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Abstract 

A facility that allows interrogation of combusting flows by 
advanced diagnostic methods and instrumentation has been 
developed at the NASA Lewis Research Center. An optically 
accessible flame tube combustor is described which has high 
temperature, pressure, and air flow capabilities. The windows 
in the combustor measure 3.8 cm axially by 5.1 cm radially, 
providing 67% optical access to the 7.6 cm x 7.6 cm cross 
section flow chamber. Advanced gas analysis instrumentation 
is available through a Gas Chromatography/Mass Spectrom- 
eter system (GC/MS), which has on-line capability for heavy 
hydrocarbon measurement with resolution to the parts per 
billion level. The instrumentation allows one to study combus- 
ting flows and combustor subcomponents, such as fuel injec- 
tors and air swirlers. Planar Laser-Induced Fluorescence (PLIF) 
can measure unstable combustion species, which cannot be 
obtained with traditional gas sampling. This type of data is 
especially useful to combustion modelers. The optical access 
allows measurements to have high spatial and temporal resolu- 
tion. GC/MS data and PLIF images of OH are presented from 
experiments using a Lean Direct Injection (LDI) combustor 
burning JP-5 fuel at inlet temperatures ranging from 810 K to 
866 K, combustor pressures up to 1380 kPa, and equivalence 
ratios from 0.41 to 0.59. 


Introduction 

Under the High Speed Research (HSR) Program, NASA is 
charged with developing technologies that will lead to the 
production of gas turbine engines that are more friendly to the 
environment. This requires developing technologies that lead 


to engines that are more fuel efficient and that reduce emittants 
such as oxides of nitrogen (NO x ), which are believed to destroy 
stratospheric ozone. Greater cycle and fuel efficiency requires 
higher operating temperatures and pressures than are used in 
current engines. However, higher operating temperatures gen- 
erally produce more NO x , because NO x formation has an 
exponential dependence on combustion temperature 1,2 . One 
strategy to overcome this apparent dichotomy is to use a 
combustor that burns overall fuel-lean, which reduces the 
combustion temperature, thereby minimizing NO x . While the 
idea is simple, implementation is not. In a real engine, the liquid 
fuel is injected into a hot air stream. The fuel must vaporize and 
mix uniformly with the air. When mixing is not uniform, there 
are many opportunities for the local fuel/air ratio to vary. The 
consequences are uneven burning, lower combustion effi- 
ciency, higher NO x formation, flame instability, and possible 
materials degradation to the combustor liner or turbine blades 
because of local high temperature areas. 

The development of low emissions combustors for HSR 
applications includes the reduction of unburned hydrocarbons, 
smoke, and particulates as well as the reduction of NO x . All 
such emissions are important pollutants to the atmospheric 
sciences community 3,4 . Atmospheric modelers are concerned 
about the levels of heavy hydrocarbons and their role in 
stratospheric ozone depletion. Soot is believed to act as a 
nucleation site for cloud formation, thereby possibly affecting 
local and global climatic activity. At lower altitudes, particu- 
larly around airports, emittants of hydrocarbons are unsightly 
and odorous, and smoke may contain carcinogens. Measure- 
ment of low level hydrocarbon species is important for these 
reasons. Standard gas bench analysis systems cannot measure 
minute levels — to the ppb range — of hydrocarbons; therefore 
more advanced gas analysis systems, such as the Gas 
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Chromatograph/Mass Spectrometer (GC/MS) are needed to 
measure hydrocarbons in the exhaust of realistic gas turbine 
combustors operating over a range of HSR conditions. 

Traditional methods of analyzing engine performance use 
gas sampling to measure combustion efficiency and smoke. 
Standard gas analysis equipment measures CO, C0 2 , H 2 0, 0 2 , 
NO, N0 2 , and unburned hydrocarbons (UHC). However, these 
instruments cannot directly probe the combustor to see the 
underlying processes that lead to good or bad efficiency. Also, 
significant kinetics information is lost because physical probes 
can measure only stable species. Combustion modelers are also 
interested in intermediate species, such as hydroxyl (OH), in 
the combustor. A detailed model includes thermochemistry, 
transport properties, elementary reactions, and systematic op- 
timization 2 ’ 5 . Detailed combustion mechanisms are highly 
complex, with hundreds of species participating, and are om- 
nivorous consumers of computer time and money. For this 
reason, modelers attempt to reduce the reaction mechanism to 
as few steps as possible while mimicking the observed chem- 
istry. In order to do this, they require information about key 
reactions and the intermediates present during these reac- 
tions 6,7 . In particular, knowledge of the short chemical life- 
times of unstable intermediates will aid in refining mechanisms. 

Laser-Induced Fluorescence is one tool that is used to help 
understand the kinetics of reactions. Its appeal is that it is a non- 
intrusi ve technique that can measure very dilute concentrations 
of some of the intermediate chemical species that occur during 
a reaction, and can be implemented in real time. This method 
can also be used to measure local combustion temperature, and 
has proven facile in obtaining 2-D images of concentration, 
temperature, and velocity in combusting flows 8 ' 10 . Two- 
dimensional fluorescence methods are generally referred to as 
Planar Laser-Induced Fluorescence (PLIF). 

The primary focus of our optical diagnostics is flowfield 
visualization. Flow visualizations are important from a design 
standpoint because they provide the designer with a picture of 
some property of the flowfield that shows relative spatial 
changes, generally at the expense of quantification. Since the 
data is seen two- or three-dimensionally, it can yield data that 
is easier to interpret than data obtained in a pointwise manner. 

This paper describes a combustor operating on JP-5 fuel at 
realistic operating conditions, and how the use of advanced gas 
sampling and laser diagnostics in the combustor provide data to 
enhance design and modeling efforts for future gas turbine 
combustors. 


Experimental Apparatus 

Flame Tube Combustor Facility 

The combustor facility, shown in figure 1, supplies non- 
vitiated air at flow rates of up to 10 pps. Four natural gas can- 
type burners provide combustor air inlet temperatures between 


589 K and 866 K. Interchangeable spool pieces allow the 
combustor configuration to vary from a lean premixed 
prevaporized (LPP) combustor to a lean direct injection (LDI) 
combustor. The LPP configuration consists of a fuel injection 
section followed by a fuel vaporization and fuel/air mixing 
section. This in turn is followed by a flameholder, and finally 
the flame tube, where combustion takes place. The LDI 
configuration is comprised of the fuel injection section imme- 
diately followed by the flame tube. The fuel injection section 
includes the fuel nozzle(s) with air swirl for flame stabilization. 
There is no fuel vaporization section. The fuel injection 
process, together with heat from combustion, vaporizes the 
fuel. The LDI configuration is a more realistic system in a gas 
turbine combustor used for flight applications because it has 
greater combustion stability than does the LPP configuration. 

Figure 2 is a schematic of the quartz-windowed lean flame 
tube combustor. The subcomponents that can be varied in this 
rig are the fuel injectors, either in number or in style of injection, 
the premixer zone length, and the flameholder. The combustor 
measures 74 cm in length and has a 7.62 cm x 7.62 cm 
(3 in. x 3 in.) cross section flowpath, with a flow area of 
58.05 cm 2 . Its housing is water-cooled. The liner is made using 
an aluminum oxide castable ceramic material, typically 
Greencast 94+. Four window assemblies, located 
circumferentially 90 degrees apart, are located such that the 
centers of the windows are 14.3 cm downstream of the combus- 
tor inlet. The combustor is outfitted with up to four 3.8 cm x 

5.1 cm ultraviolet grade fused silica windows which allow 
optical access. This grade of quartz has a minimum light 
transmissivity of 80% over the spectral range from 180 nm to 
3300 nm. Emissions gas sampling ports are located 50.8 cm 
downstream of the combustor inlet. The ports support probes 
used by the GO MS and standard gas analysis systems. The 
standard gas analysis system consists of nondispersive infrared 
meters for carbon monoxide, carbon dioxide, and hydrocar- 
bons, a chemiluminescent meter for nitrogen oxides, and an 
electrochemical meter for oxygen. The flame temperature is 
measured with a platinum/rhodium thermocouple located 
58.4 cm (23 in) downstream of the combustor inlet. The flame 
tube was designed to be rotated 1 80 degrees with respect to the 
axis normal to the tube axis. That is, upon rotation, the centers 
of the windows will be located 59.7 cm downstream from the 
combustor inlet. 

The window assemblies are designed to withstand flame 
temperatures up to 2033 K (3200 °F) and rig pressures up to 

2068.1 kPa (300 psia). The maximum ignition thermal cycle 
allows for a AT of 889 K (1600 °F), from an inlet temperature 
of 867 K (1100 °F) to an ignition temperature of 1756 K 
(2700 °F). If either the temperature rise exceeds 889 K or the 
lightoff temperature is not maintained for at least one minute, 
then a fuel shutdown is triggered. Water cooling and nitrogen 
film cooling are used to ensure that the windows can survive 
this severe environment. Should either window cooling system 
fail to provide adequate cooling, a fuel shutdown is triggered. 
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Back side thermocouples are used to monitor the window 
temperature. Instrumented metal plugs can be used in place of 
the fused silica windows for preliminary testing of the various 
subcomponents. This testing is used to verify that the nitrogen 
and water cooling will be sufficient when the fused silica is 
installed. A possible window blowout is indicated by rapid rig 
pressure loss, and will cause a shutdown to the fuel and the 
natural gas heater. 

The rig is warmed up slowly (~3.7 °C/min), to reach the 
desired inlet temperature. This rate is used to ensure steady- 
state temperatures in the combustor. Lightoff is achieved by 
adding fuel to the incoming hot air stream and igniting the 
mixture with a water-cooled hydrogen torch, located justdown- 
stream of the fuel injectors. If the torch fails to light, a fuel 
system shutdown is initiated. Lightoff cannot be reattempted 
until ten minutes have elapsed. 

Gas Chromatography/Mass Spectrometry Facility 

An aspect of combustion which is of great concern to 
atmospheric modelers is the question of unburned hydrocar- 
bons, which are presently measured via flame ionization. The 
flame ionization detector measures only the total unburned 
carbon atoms and subsequently provides no detailed informa- 
tion as to the identification of the specific carbon compounds 
present. Atmospheric modelers are concerned about the size of 
the carbon-containing molecules rather than the number of 
carbon atoms present. Experiments were designed utilizing a 
Gas Chromatograph/Mass Spectrometer (GC/MS), which 
allows the determination of the identity of some carbon mol- 
ecules in the flow field. 

There are two components to the instrument: a Gas 
Chromatograph and a Mass Spectrometer detector. The GC 
separates the test sample by means of column material, carrier 
gas flow rate, and column temperature. The MS identifies and 
measures the concentration of each “separated” species. The 
MS has two modes of operation. The scan mode scans all ions 
in a specified mass/charge range. The selected ion monitoring 
(SIM) mode yields more signal because it looks only at a 
limited number of specified ions. The scan mode is required for 
identification purposes whereas the SIM mode is used to 
calculate concentrations. 

Combustion gas samples are withdrawn through a three-hole 
water-cooled sampling probe. A high pressure nitrogen purge 
protects the probe from contamination whenever the probe is 
not used for sampling. The fifteen-foot sample line and its 
connecting lines, filters, and valves are all ultra-clean. They are 
all heated to avoid condensation. 


Laser Diagnostics Facility 

The laser diagnostics facility consists of pulsed and continu- 
ous wave lasers, triggering and timing electronics, optics, 


photodetectors, cameras and other detection equipment, 
traversing stages, and system calibration devices. Laser sys- 
tems include: (1) A Nd:YAG pumped dye laser system with 
frequency doubling, mixing, or mixing after doubling. Its 
tunable wavelength range is 220 nm to 560 nm, and it has a 
pulse repetition rate of 10 Hz; (2) A XeCl Excimer pumped 
dye laser system, with a tunable wavelength range, after dou- 
bling, of 220 nm to 300 nm. Its pulse repetition rate is 100 Hz; 
(3) A 5 watt continuous wave Argon-Ion Laser, with major 
wavelengths of 488 nm and 5 14.5 nm. Two gatable intensified 
CCD cameras are used for PLIF imaging. 

Laser Beam Transport System 

Once the desired wavelengths are obtained with a particular 
laser system, the beam must be manipulated into the flame tube 
with the desired shape and at the desired location. Due to safety 
concerns, the laser systems must be operated remotely from the 
test cell. This necessitates a complex scheme utilizing a series 
of mirrors and traversing stages. Figure 3 illustrates the laser 
diagnostics facility beam transport system and the path the laser 
beam(s) must take. The beam travels upward from the table in 
the laser room, above and across the control room into the test 
cell, and down into the appropriate location in the test rig. With 
the aid of figure 3, the following text describes how that is 
achieved. 

Beam Shaping 

While still on the table, the laser beam is collimated to a 
predetermined size using a negative/positive set of ultraviolet 
grade fused silica spherical lenses. The negative/positive focal 
length combination is used to avoid forming a real focus of the 
high energy beam, which would result in a loss of beam power 
through ionization of molecules in the beam path. The system 
also requires less space to collimate the laser beam than does 
one utilizing two positive focal length lenses. If planar species, 
temperature, or flowfield maps are needed, the beam is formed 
into a sheet, typically 0.3 mm thick x 33 mm wide, with a 
cylindrical lens. This is done in the test cell, after the beam has 
been directed down toward the flame tube rig. Alternatively, all 
beam shaping may be performed in the test cell, if the diver- 
gence of the laser beam is small enough that energy is not lost 
through exceeding the effective aperture of the optics. 

Beam Steering 

Upon leaving the table the laser beam is positioned using 
mirrors with DC motorized actuators and a three-axis 
positioning system, all mounted from the ceiling. The mirror 
mounts have horizontal and vertical tilt control, with a resolu- 
tion of 0.05 |im. The first mirror is positioned directly above 
the laser room, and transmits the beam from the table and into 
the test cell through a shuttered hole in the wall. Upon entering 
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the test cell, the beam projects over the inlet region, approxi- 
mately 1 10 cm upstream of the window location. Therefore, a 
second mirror receives the beam and directs it downstream, 
parallel to the test rig axis, to the final mirror, which is 
positioned directly over the top window in the flame tube. The 
final mirror steers the beam through the sheet forming optics 
and into the flame tube. 

A table installed on the ceiling of the test cell is used to 
position the second and third mirrors. The table consists of three 
motorized stages. Two of the stages control the axial position- 
ing of the beam. They in turn are mounted on the third stage, 
which controls the lateral positioning of the beam. The first of 
the axial stages controls the axial position of the second mirror. 
The second stage moves the third mirror. 

The beam path, from the laser table optics until the beam 
enters the test cell area, is enclosed. This enclosure can be 
purged with nitrogen in order to minimize absorption (loss) of 
laser energy at wavelengths that are strongly absorbed by 
diatomic oxygen. 

Detection System 

The laser sheet is imaged from 90° with an intensified CCD 
(ICCD) camera focused through a side window. As with the 
input beam, the position of the camera is remotely controlled. 
The camera is typically mounted on a three-axis system of 
translating stages situated next to the combustor. 

Positioning 

To reduce the complexity of positioning the laser beam and 
detector, all stages are controlled with a computer through a 
program written to coordinate their movement. The program 
was written using LabWindows/CVT, a software development 
tool produced by National Instruments. The program allows 
the user to select which laser beam and detector configuration 
are used in the test run. The user can specify the type and 
orientation of each stage mounted in the test cell and how the 
stages are connected to the motion controllers. Based on these 
selections, the program correctly controls the distance and 
direction the stages move. The user can position the laser beam 
in terms of rectangular coordinates using fractions of millime- 
ters. Movement of the detectors is coordinated so they remain 
in focus with the beam. The program records the coordinates 
the user enters, as well as any test conditions the user wants to 
document, in a file specified by the user. The user can also 
define an origin, so the coordinates entered correspond to the 
position of the laser beam in the test region. The origin is also 
recorded, so that it can be reproduced for the next test run or in 
case a power failure occurs and the current position of the stages 
is not known. The user can also add stages to the set known by 
the program. 


Results 

GC/MS 

Figure 4 shows the spectrogram of the C 2 - C 6 standard gas 
mixture (-15 ppm) which was run in the mass spectrometer 
scan mode. In this mode of operation, each species was identi- 
fied as it eluded from the column. The species and retention 
times are recorded. As can be seen, the temperature schedule 
did not completely separate all the species from one another. 

Figure 5 is the spectrogram of the same mixture, but with 
concentrations at about 50 ppb. This spectrogram was obtained 
with the mass spectrometer using the SIM mode of operation. 
In this mode, three or four ions were selected for each carbon 
group (C 6 , etc.). By looking at limited ions, the sensitivity is 
greatly enhanced. These ions were selected to best represent 
the primary ions of each type of hydrocarbon — straight chain, 
branched chain, unsaturated, and aldehydes. The retention 
times are recorded and compared with the ones of ppm mixture 
to identify the species. The integrated areas per unit concentra- 
tion are calculated to be used to estimate the concentration of 
the gas samples. Note that although all the species have 
approximately the same concentration, the area under the peaks 
is not the same. 

Figure 6 shows the spectrogram of the exhaust from a 16 
pointLDI fuel injector with 45° airswirl. The equivalence ratio 
is 0.47. The largest peak has the retention time of water vapor, 
but contains additional ions. It is believed that these ions are 
comprised of N0 2 and other nitrogen compounds. Several ppb 
of propene (C 3 H 6 ) and propane (C 3 H g ) were observed. Some 
C 4 and C 5 compounds with concentrations of several ppb were 
also observed. 

PLIF 

Figure 7 shows a comparison among different equivalence 
ratios using PLIF of OH, and demonstrates the usefulness of 
this diagnostic method. The combustor used an LDI 9 point 
fuel injector with a combination of 60° and 45° (60745°) air 
swirlers. The inlet temperature was 866 K and the combustor 
pressure was 1379 kPa. The equivalence ratios are 0.53, 0.50, 
and 0.41, respectively. The images consist of an average of 10 
laser pulses. Each image in the figure was normalized to the 
image which had the highest pixel value. For fuel-lean flames, 
hydroxyl production increases with equivalence ratio. As 
expected, more OH was produced for JP-5 burning in air at an 
equivalence ratio of = 0.53 than at = 0.41, and the images 
confirm this assumption. One can also see that the amount of 
hydroxyl formed is relatively uniform across the flowfield for 
this injector configuration. That is not the case with a different 
swirler configuration. Figure 8 shows a comparison of 60745° 
and 45° swirl with the 9 point fuel injector. Each image is self- 
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scaled, i.e„ scaled acording to its own maximum and minimum 
pixel values. More OH is formed toward the walls of the 
combustor for the 45° swirl, with relatively low amounts 
formed at the centerline. Further examination of that configu- 
ration using a series of single laser pulses, shown in figure 9 
with self-scaled images, reveals that “lobes” of high OH are 
formed asymmetrically. Sometimes, a single lobe appears at 
the top of the combustor, sometimes at the bottom, and other 
instances, it occurs at both the top and bottom of the flame tube. 
These data show that the nature of the combustion is not 
necessarily uniform, that on the microscale, the flow is random, 
and that in the 45° swirler configuration, combustion takes 
place primarily along the combustor walls, rather than in the 
center. This finding was subsequently substantiated by Com- 
putational Fluid Dynamics calculations. This information can 
only be obtained by optical means, and it enhances the ability 
to understand combustion processes in a realistic system, and 
therefore predict combustion phenomena and design combus- 
tors more easily. 

Conclusions 

A flame tube combustion and advanced diagnostics facility 
was built and its ability to measure combustion intermediates at 
High Speed Research cruise conditions was demonstrated. This 
is the only facility of its kind, capable of providing advanced 
diagnostics for design and optimization of gas turbine combus- 
tors for HSR and other high temperature, high pressure 
applications. The PLIF results of OH using different lean direct 
injection configurations has shown that the fluid mechanics 
within the combustor are highly turbulent, and that there are 
large fluctuations in hydroxyl and temperature on the microscale. 
This information is important for combustor design and kinet- 
ics modeling, and provides details that are impossible to deter- 
mine with traditional physical probes. An on-line gas 
chromatograph/mass spectrometer system has detected C 5 
hydrocarbons in the combustor exhaust at the parts per billion 
level. 

Future Work 

Sulfur emissions are also a concern to the atmospheric 
community. Increases in the concentration of sulfate aerosols 


lead to a large number of cloud condensation nuclei in the 
troposphere, which in turn may lead to a change in the Earth’s 
radiative balance. In the stratosphere, the increased sulfate 
aerosols, along with increased water vapor, could affect hetero- 
geneous chemistry. Therefore, we intend to develop method- 
ologies, using the GC/MS, to obtain direct measurements of 

S0 ‘- 

The presence of windows enables the implementation of 
many different optical diagnostic techniques. We intend to 
extend PLIF imaging to quantify nitric oxide. We also plan to 
employ a Phase Doppler Particle Analyzer to measure velocity 
and turbulence intensity, and when appropriate, fuel drop size. 
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Figure 1.— Schematic of combustor test facility. 
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Figure 2.— Lean combustor/quartz window assembly. 
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Figure 7. — Comparison of OH PLIF images for different equivalence 
ratios with 9 pt LDI and 60745° swirl at Pj n = 1370 kPa and 
Tin = 866 °K. Resonant excitation is Ri(10). 
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Figure 8. — Comparison of OH PLIF images for different fuel injector 
configurations with 9 pt LDI at P in = 1034 kPa, T ln = 866 °K, and 


<(> = 0.41. Resonant excitation is Ri(10). 



Figure 9— Shot-to-shot variation in flame structure for 9 pt LDI with 
45° swirl. P in = 1034 kPa, T in = 866 °K, and <(> = 0.41. Resonant 
excitation is Ri(10). 
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one to study combusting flows and combustor subcomponents, such as fuel injectors and air swirlers. Planar Laser- 
Induced Fluorescence (PLIF) can measure unstable combustion species, which cannot be obtained with traditional gas 
sampling. This type of data is especially useful to combustion modelers. The optical access allows measurements to have 
high spatial and temporal resolution. GC/MS data and PLIF images of OH" are presented from experiments using a Lean 
Direct Injection (LDI) combustor burning Jet-A fuel at inlet temperatures ranging from 810 K to 866 K, combustor 
pressures up to 1380 kPa, and equivalence ratios from 0.41 to 0.59. 
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